OFFICE OF THE
PRINCIPAL D.G KHAN MEDICAL COLLEGE/ TEACHING
HOSPITAL DERA GHAZI KHAN
PH.NO-064-9260631 FAX NO.064-9260632

No DGKMC Dated 2022

i

MINUTES OF _THE MEETING OF GRIEVANCE COMMITTEE REGARDING
ELECTROMEDICAL EQUIPMENTS PLANT & MACHINERY AND IT
EQUIPMENTS FOR THE SCHEME “PROVISION OF MISSING SPECIALITIES OF
DHQ HOSPITAL INTO TEACHING HOSPITAL D.G.KHAN” FOR THE
FINANCIAL YEAR 2021-22

The meeting of Grievance committee was held in the Committee room of
D.G.Khan Medical College Dera Ghazi Khan on 09-05-2022 at 11.00AM regarding the
Grievances against Technical Evaluation report of Electro-medical Equipments, Plant &
Machinery and IT equipments for the F.Y 2021-22.
The following attended the meeting.

Sr.# Name & Designation
1 Pr‘ofe_ssor Dr. Muhammad Asif Qureshi Gligirian
Principal
D.G Khan Medical College/Hospital D.G Khan
Professor Dr. Mukhtiar Ahmed Ahmadani
2 | Professor of Peads Medicine Member

D.G Khan Medical College/Hospital D.G Khan B

3 | Dr. Najeeb Ur Rehman Meiiber

Medical Superintendent Teaching Hospital D.G. Khan.

Dr. Muhammad Zafar Iqbal

4 | Associate Professor of Medicine (HOD) Member /
D.G Khan Medical College/Hospital D.G Khan 24

Miss Rubab Igbal
5 | Director Finance
D.G.Khan Medical College D.G. Khan.

Member

The meeting was started with the recitation from Holy Quran, The chairman
welcomes all the participants and briefed them about proceeding of this meeting and then
representatives of firms were called one by one for their grievances. All the Grievances were
thoroughly discussed point to point and explained the reasons of being non-responsive/not
eligible in the technical evaluation report. The attendance of the representative of the firms

was also recorded. The details of Grievances and decisions of Committee are as under:-
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Package No.01

——

Equipment Name:

1-CT Scan 16 Slices

'O Name of firm

Observation by technical committee

Reply of firm

Decision by the committee

Status

M/S Siemens Healthcare
Pvt Ltd Lahore

1-Vendor past performance (In case of unsati
: isfacto fi i
must be mentioned)(NO) ~ performance deta

2-International Standred (NO FDA)

3-Compliance with defined quality standards(NO)

4-Specification Compliance features wise(NO)

5-Tilt (Mechanical/Digital) at least + 30 degree from the normal
position(NO)

6-FOV: Maximum field of view to be 40-50cm or better(NO

5-50cm instead of 40-50cm)

6-KV range selectable between 70kVp/80kVp to 130kVp/140kVp. Current
range of 10mA to 300 mA or more.(NO 13-240 mA)

7-ROUTINE SCAN TIME:

0.8 Seconds or less for 360 degree scan(Not Clear from Brochure)
8-CT Angio both at Console and workstation(Not Clear from Brochure)
9-Iterative Dose Reduction Software Metal artifact reduction software.(Not
Clear from Brochure)

10-POWER GENERATOR (Capacity is to be defined by Procuring
Agency). Including ATS panel, Sound Proof Canopy, Foundation Pads,
Earthling and cabling.(Power Generator not mentioned)

11-POST WARRANTY SERVICE MAINTENANCE CONTRACT
(Not Qouted)

12-Technical Eligibility of Product(NO)

13-Technical Eligibility of Firm(NO)

1-Satisfectory report attached.

2-We wish to inform you that our system is FDA
approved and FDA certificate is again attached with
this letter

5-Our quoted system has Digital tilt available with
the name of CARE I Tilt mentioned on the datasheet
pg no 17. CARE i Tilt deliver the flexible
reconstruction of images in any plane in 3-
dimensional space.

6-Please note that our max field of view is 50 cm
which is better than the required.

Our system has total FOV 5-50 cm (5cm is min
FOV and 50 cm is max FOV)

7-We confirm that Siemens has quoted the rotation
speed of 0.8 s (High Speed 0.8s) as required in the
specifications issued by your institute. Same can be
verified from our quotation part no 13 (High
Performance Package).

8-Please note that CT Angiography is the standard
feature

of every CT Scan. Same can be verified from
datasheet pg no 15 and detail of item | & 5 in offer.
Postprocessing

option is available on both workstation and Console
9-Siemens has quoted both the Iterative Dose
reduction Software and metal artifact reduction with
the name of SAFIRE & iMAR respectively.Same is

All the points were discussed
with the end user and biomedical
engineer point to point and after
confirming the reply of the firm
from brochures,the reply of the
firm accepted and declared
responsive.

mentioned on datasheet pg. no 18 & 19 and item no
5&13
10-Power Generator is mentioned at item no 36 of

offer

Responsive

M/S Medequips Pvt Ltd
Lahore

1-POWER REQUIREMENT:
Three phase with line voltage of 220, 50Hz.(NO 380-480voltage)

line voltage current is 440 volts as standrad.

of composition as standard.The purpose of this
power distributor is to stepdown and regulate the
line voltage of 440 volts to 220,50Hz.

A

we would like to inform you that in Pakistan 3 phas |All the points were discussed

with the end user and biomedical

Our principal M/S canon medical system,Japan have|eneineer point to point and after
offered power distributor mentioned under handling confirming the reply of the firm

from brochures,the reply of the
firm accepted and declared
responsive.

Responsive
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