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BID EVALUATION CRITERIA FOR THE PURPOSE OF NON-DRUG/MEDICINE
DEVICES
(SURGICAL IMPLANTS ITEMS)
(FOR LOCAL MANUFACTURER AND SOLE AGENT)

M/S FM HEALTH CARE

ISr. Parameters Documents \
No.
Description Sr no. 379, 380 ]
’ 1.. Computerize National ldentification Card (CNIC) of CEO of | Yes \
the firm
[2. [ NN Yes \
3. The Bidder must be enlisted on the active Tax Payer List Yes \
(ATL) available on Federal Board of revenue (FBR) website.
4, The firm undertakes that currently it is not Yes \
’ , blacklisted/debarred by any procuring agency.
5. Quoted Product should not have less than one year of Yes T
[ ’ local market experience. !
6. Specialized quoted in the technical offer will be verified To Be Verified by End User.
from samples provided which the Bid product that the
comply 100% with the Advertised specification and fulfil
the requirement as per labelling will be considered for
evaluation &"’
l 7. ] CE-MDD/USFDA/JP MHLW/IS0-10993 for medical device. | Yes W
8. Valid Sole Agency certificate /agreement/ authorization \L‘
for quoted item.
9, Valid free sale certificate quoted brand from the country Yes
of manufacturer.
10. | The bidder will undertake that the Good Distribution and No
storage practices followed.
11. | Valid license to import medicine device (sole agent) and Yes
license to manufactured medicine device (for
manufacturer)
12. | Valid medicine device registration certificate Yes
13. | Status Not Eligible
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DEVICES

BID EVALUATION CRITERIA FOR THE PURPOSE OF NON-DRUG/MEDICINE

(SURGICAL IMPLANTS ITEMS)

(FOR LOCAL MANUFACTURER AND SOLE AGENT)

M/S SAFE HEALTH PAKISTAN

/ r. I Parameters Documents
No. |-
[ | Description Sr no. 376, 519
1.. Computerize National Identification Card (CNIC) of CEO of | Yes
L the firm
[2. |[NTN Yes
3. [ The Bidder must be enlisted on the active Tax Payer List Yes
L (ATL) available on Federal Board of revenue (FBR) website.
E ! The firm undertakes that currently it is not Yes
blacklisted/debarred by any procuring agency.
5. / Quoted Product should not have less than one year of No

local market experience.

6.

Specialized quoted in the technical offer will be verified
from samples provided which the Bid product that the
comply 100% with the Advertised specification and fulfil

the requirement as per labelling will be considered for
evaluation

To Be Verified by End User.

I N
=)

[ 7. [ CE-MDD/USFDA/JP MHLW/IS0-10993 for medical device. Yes
8. Valid Sole Agency certificate /agreement/ authorization Yes
/ I for quoted item.
o, [ Valid free sale certificate quoted brand from the country Yes
of manufacturer.
/ 10. / The bidder will undertake that the Good Distribution and Yes
storage practices followed.
11, | Valid license to import medicine device (sole agent) and Yes
license to manufactured medicine device (for
manufacturer)
uz. Valid medicine device registration certificate Yes
[13. | status Not Eligible
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DEVICES

(SURGICAL IMPLANTS ITEMS)
(FOR LOCAL MANUFACTURER AND SOLE AGENT)

BID EVALUATION CRITERIA FOR THE PURPOSE OF NON-DRUG/MEDICINE

%

M/S ENDOAID BIOMEDICA
Sr. | Parameters Documents \
No.
Description Sr no. 525, 526, 546, 547 \
1.. Computerize National Identification Card (CNIC) of CEO of | No W
the firm
2. |NTN Yes B
3. The Bidder must be enlisted on the active Tax Payer List No \
(ATL) available on Federal Board of revenue (FBR) website.
4, The firm undertakes that currently it is not Yes ﬁ\
blacklisted/debarred by any procuring agency.
5. Quoted Product should not have less than one year of Yes T
local market experience.
6. Specialized quoted in the technical offer will be verified To Be Verified by End User.
from samples provided which the Bid product that the
comply 100% with the Advertised specification and fulfil
the requirement as per labelling will be considered for .
evaluation &
7. CE-MDD/USFDA/JP MHLW/ISO-10993 for medical device. | No=Sr no. 525,526
Yes= Sr no. 546, 547
8. Valid Sole Agency certificate /agreement/ authorization

for quoted item.,

No=Sr no. 525, 526
Yes=Sr no. 546, 547

.

‘ 3
| 8
E.)

9, Valid free sale certificate quoted brand from the country No= Sr no. 525, 536

of manufacturer. Yes=Sr no. 546, 547 W
10. | The bidder will undertake that the Good Distributionand | No

storage practices followed. T
11. | Valid license to import medicine device (sole agent) and Yes

license to manufactured medicine device (for —\

manufacturer)
12, | Valid medicine device registration certificate No= Sr no. 525, 526

Yes= Sr no. 546, 547 W

13. | Status Not Eligible
il |
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DEVICES

BID EVALUATION CRITERIA FOR THE PURPOSE OF NON-DRUG/MEDICINE

(SURGICAL IMPLANTS ITEMS)
(FOR LOCAL MANUFACTURER AND SOLE AGENT)

M/S THE SEARLE COMPANY
Sr. Pérameters - ’ Documents
No.
B =“Do:scrlptlon T Sr no. 379, 380, 516, 537, 540,
541,542, 543, 546, 547
1. Computerize Natlonal Identification Card (CNIC) of CEQ of | Yes
the firm
2. NTN Yes
E “The Bidder must be enlisted on the active Tax Payer List No
(ATL) available on Federal Board of revenue (FBR) website.
q, The firm undertakes that currently it Is not Yes
blacklisted/debarred by any procuring agency.
5. Quoted Product should not have less than one year of Yes —\
local market experience.
6. Specialized quoted in the technical offer will be verified To Be Verified by End User,
from samples provided which the Bid product that the
comply 100% with the Advertised specification and fulfil
the requirement as per labelling will be considered for @
evaluation -
7. CE-MDD/USFDA/JP MHLW/I1S0-10993 for medical device, | No= Sr no. 537, 540, 541, 542, &
543, 546, 547 ‘\
Yes= Srno.379, 380, 516 »
8. Valid Sole Agency certificate /agreement/ authorization No= Sr no. 537, 540, 541, 542,
for quoted item. 543,546, 547
Yes= Sr no.379, 380, 516
9, Valid free sale certificate quoted brand from the country No=Sr no. 379, 380, 537, 540,
of manufacturer. 541, 542, 543, 546, 547
Yes=516
10. | The bidder will undertake that the Good Distribution and | No W
storage practices followed.
11. | Valid license to import medicine device (sole agent) and Yes j
license to manufactured medicine device (for
manufacturer)
12. | valid medicine device registration certificate No
13, | Status Not Eligible

Scanned with CamScanner


https://v3.camscanner.com/user/download

DEVICES

BID EVALUATION CRITERIA FOR THE PURPOSE OF NON-DRUG/MEDICINE

(SURGICAL IMPLANTS ITEMS)
(FOR LOCAL MANUFACTURER AND SOLE AGENT)

M/S POPULAR INTERNATIONAL

Sr. Parameters Documents
No. |
Description Sr no. 379, 380, 381, 382, 383,
384, 385, 523,556
1. Computerize National Identification Card (CNIC) of CEO of | Yes
the firm
2. NTN Yes
3. The Bidder must be enlisted on the active Tax Payer List Yes
(ATL) available on Federal Board of revenue (FBR) website.
4, The firm undertakes that currently it is not Yes
) blacklisted/debarred by any procuring agency.
Yes

Quoted Product should not have less than one year of
local market experience.

|

Specialized quoted in the technical offer will be verified
from samples provided which the Bid product that the
comply 100% with the Advertised specification and fulfil
the requirement as per labelling will be considered for
evaluation

To Be Verified by End User.

EA

f CE-MDD/USFDA/JP MHLW/ISO-10993 for medical device.

Yes q%‘:"

B

B / Valid Sole Agency certificate /agreement/ authorization Yes
for quoted item.
Lg / Valid free sale certificate quoted brand from the country Yes \S/
of manufacturer.
10 / The bidder will undertake that the Good Distribution and Yes
storage practices followed.
11. | Valid license to import medicine device (sole agent) and Yes
L license to manufactured medicine device (for
manufacturer)
12, I Valid medicine device registration certificate Yes
13. f Status Eligible
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DEVICES

(SURGICAL IMPLANTS ITEMS)
(FOR LOCAL MANUFACTURER AND SOLE AGENT)

BID EVALUATION CRITERIA FOR THE PURPOSE OF NON-DRUG/MEDICINE

M/S ESMICO TRADING
Sr. Parameters Documents
No.
Description Srno. 1to 355
1.. Computerize National Identification Card (CNIC) of CEO of | Yes
the firm
2. NTN Yes
3. The Bidder must be enlisted on the active Tax Payer List Yes
(ATL) available on Federal Board of revenue (FBR) website.
4, The firm undertakes that currently it is not Yes
blacklisted/debarred by any procuring agency.
5. Quoted Product should not have less than one year of Yes
local market experience.
6. Specialized quoted in the technical offer will be verified To Be Verified by End User.
from samples provided which the Bid product that the
comply 100% with the Advertised specification and fulfil

the requirement as per labelling will be considered for
evaluation

g

/
{

[ 7. CE-MDD/USFDA/JP MHLWY/1S0-10993 for medical device.

Not required.

8. Valid Sole Agency certificate /agreement/ authorization
for quoted item.

)

Not required.

9. Valid free sale certificate quoted brand from the country
of manufacturer.

Not required. \

7

to / The bidder will undertake that the Good Distribution and Yes
storage practices followed.
E Valid license to import medicine device (sole agent) and Yes
license to manufactured medicine device (for @L—
manufacturer)
12, I Valid medicine device registration certificate Yes
[13. [ status Eligible
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DEVICES
(SURGICAL IMPLANTS ITEMS)
AL MANUFACTURER AND SOLE AGENT)

& M/S MULLER & phjpps

Sr. | Parameters

No.

Deseription St no. 378, 382, 383, 384, 556,
s , 557,558

1. Qamputente National Identification Card (CNIC) of CEQ of | Yes
IR Ry

2 \TX Yes

3, ™ Sdder must be enlisted on the active Tax Payer List Yes

T svaiahie on Federal Boarg of revenye (FBR) website,

2 M2 T undertakes that Currently it js not Yes
na:«is.*sd_/’debarred by any Procuring agency.

3. Quozaj Preduct shoulq not have less than one year of Yes
12221 market €xperience.

s. Specizlized quoted in the technical offaer will be verifieq To Be Verified by End User,
frocm samples provided which the Biqg product that the

/ | comply 100% with the Advertised specification ang fulfil (

for quoted item.

i the requirement as per labelling wil| be considereq for L
,I' evaluation J&,,. ¢
7. CE-MDD/USFDA/JP MHLW/ISO-10993 for medical device, | Yes
E Valid Sole Agency certificate /agreement/ authorization No (Need clarification) %
)

Yes

ertake that the Yes
storage practices followed,
Valid license toimp Yes
license to Mmanufact
Yes
Not Eligible
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BID EVALUATION CRITERIA FOR THE PURPOSE OF NON-DRUG/MEDICINE

DEVICES
(SURGICAL IMPLANTS ITEMS)
(FOR LOCAL MANUFACTURER AND SOLE AGENT)

M/S SURGIQUIPS
Sr. Parameters Documents \
No.
Description Sr no. 1 to 355, 559 B
1.. Computerize National Identification Card (CNIC) of CEQ of | Yes \
the firm
2. NTN Yes \
3. The Bidder must be enlisted on the active Tax Payer List Yes \
(ATL) available on Federal Board of revenue (FBR) website.
4, The firm undertakes that currently it is not No (period not mentioned.) J
blacklisted/debarred by any procuring agency.
5. Quoted Product should not have less than one year of Yes \
local market experience.
6. Specialized quoted in the technical offer will be verified To Be Verified by End User.
from samples provided which the Bid product that the
comply 100% with the Advertised specification and fulfil
the requirement as per labelling will be considered for
evaluation
7. CE-MDD/USFDA/JP MHLWY/150-10993 for medical device. \ Not required. \ i
8. Valid Sole Agency certificate /agreement/ authorization Not required. &v
for quoted item. \
9. Valid free sale certificate quoted brand from the country Not required.
of manufacturer.
10. | The bidder will undertake that the Good Distribution and No
storage practices followed.
11. | Valid license to import medicine device (sole agent) and Yes
license to manufactured medicine device (for
manufacturer)
12. | Valid medicine device registration certificate No T
13, | Status Not Eligible |
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M/S MEDICAMP

from samples provided which the Bid product that the
comply 100% with the Advertised specification and fulfil
the requirement as per labelling will be considered for
evaluation

Sr. Parameters Documents
No.
T - -
Description Sr no. 379, 380, 516, 537, 540,
541, 542, 543, 546, 547
1. Computerize National Identification Card (CNIC) of CEO of | Yes
the firm
2. NTN Yes
3. The Bidder must be enlisted on the active Tax Payer List Yes
(ATL) available on Federal Board of revenuye (FBR) website.
4, The firm undertakes that currently it is not Yes
blacklisted/debarred by any procuring agency.
5. Quoted Product should not have less than one year of Yes
local market experience.
6. Specialized quoted in the technical offer will be verified To Be Verified by End User.

/ CE-MDD/USFDA/JP MHLWY/1S0-10993 for medical device.

No= Sr no. 540, 5414, 542, 543,
546, 547
Yes= Sr no. 379, 380, 516, 537

Valid Sole Agency certificate /agreement/ authorization
for quoted item.

No=Sr no. 540, 5414, 542, 543,
546, 547

Yes= Sr no. 379, 380, 516, 537

Valid free sale certificate quoted brand from the country
of manufacturer.

No= Sr no. 540, 5414, 542, 543,
546, 547

Yes=Sr no. 379, 380, 516, 537

The bidder will undertake that the Good Distribution and
storage practices followed.

No

Valid license to import medicine device (sole agent) and
license to manufactured medicine device (for
manufacturer)

Yes

Yes

12. | Valid medicine device registration certificate
13, l Status

Not Eligible
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gID EVALUATION CRITER|A FOR THE PURPOSE OF NON-DRUG/MEDICINE
DEVICES
(SURGICAL IMPLANTS ITEMS)
(FOR LocaL MANUFACTURER AND SOLE AGENT)

M/S K.s AGENCIES

Documents

Description

Sr no. 399, 400, 401, 402, 403,

405, 414, 415, 423, 430, 431,
435,516

1. Computerize National Identification Card (CNIC) of CEQ of | Yes

the firm

2. NTN Yes

3. The Bidder must be enlisted on the active Tax Payer List No
(ATL) available on Federal Board of revenue (FBR) website.

4, The firm undertakes that currently it is not No (Original not attached)
blacklisted/debarred by any procuring agency.

5. Quoted Product should not have less than one year of Yes

local market experience.
6. Specialized quoted in the technical offer will be verified To Be Verified by End User. (Q

from samples provided which the Bid product that the
comply 100% with the Advertised specification and fulfil

the requirement as per labelling will be considered for <h>l:-"'
evaluation

7. CE-MDD/USFDA/IP MHLW/I150-10993 for medical device. | Yes §

8. Valid Sole Agency certificate /agreement/ authorization No

for quoted item.

9, Valid free sale certificate quoted brand from the country No l
of manufacturer.
No 4——’

10. | The bidder will undertake that the Good Distribution and
storage practices followed,

Valid license to import medicine device (sole agent) and Yes

license to man ufactured medicine device (for
manufacturer)

Valid medicine device registration certificate No (applied for registration)

Status
[13. ] Not Eligible
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(MEMBER)

DR SUMAIRA KAREEM
PHARMACIST
KHAN MEDICAL COLLEGE
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\

]
DR. SAJID HBSSAIN
SR MEDICINE
ALLAMA 1QBAL, TEACHING
HOSPITAL D.G. KHAN
(MEMBER)

\

Hal .
DR RASHEED AHMAD AFGHAN
CHIEF CONSULTANT SURGEON
ALLAMA IQHAL, TEACHING
HOSPITAL, D.G. KHAN

(MEMBER)

DR REIMAT ULLAN
PHARMACIST
ALLAMA IQUAL TEACHING
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(MEMBER)

DR. ROOH UL AMIN
S.R MEDICINEN
ALLAMA [QBAL, TEACHING HOSPITAL,
D.G. KHAN
(MEMBER)
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PROFESSOR OF PEADS MEDICINES
D.G. KHAN MEDICAL COLLEGE,
D.G. KHAN
SENIOR TEACHNICAL OFFICER
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\

SAMPLE EVALUATION OF SURGICAL IMPLANT ITEMS FOR TEACHING HOSPITALS DERA GHAZI ESFEH:EEE»EEE 3
Sr. No. : Name of Item | L / A
Lo T 0 e L ————
. ) ole Surgiequips | Esmico L‘ | L
3 Upper Limb 3.5 mm DCP 8 hole Surgiequips | Esmico \ I L
4___|Upper Limb 3.5 mm DCP 9 hole Surglequips | Esmico | , —\
5 Upper Limb 3.5 mm DCP 10 hole Surgiequips | Esmico | ’ L
6 Recon Plate 3.5 mm 6 hole Surgiequips _ Esmico ’ f L
7 Recon Plate 3.5 mm 7 hole Surgiequips ' Esmico ﬂ f L
8 Recon Plate 3.5 mm 8 hole Surgiequips ' Esmico ’ L
9 Recon Plate 3.5 mm 9 hole Surgiequips Esmico , ’ L
10 Recon Plate 3.5 mm 10 hole Surgiequips Esmico | , L
11 1/3rd Tubular 3.5 mm 6 hole Surgiequips Esmico | ’ L
12 1/3rd Tubular 3.5 mm 7 hole Surgiequips ’ Esmico ’ ’ |’
13 1/3rd Tubular 3.5 mm 8 hole Surgiequips _ Esmico ﬂ ’ ’
14 1/3rd Tubular 3.5 mm 9 hole Surgiequips — Esmico ’ ,
15 1/3rd Tubular 3.5 mm 10 hole Surgiequips | Esmico | ’ L
16 T-Plate 3.5 mm 5 hole Surgiequips ’ Esmico , ’ L
17 T-Plate 3.5 mm 6 hole Surgiequips ’ Esmico ’ ’ ’
18 T-Plate 3.5 mm 7 hole Surgiequips # Esmico ’ ’ ’
19 4.5 mm DCP narrow 7 hole Surgiequips | Esmico \ | ’
20 4.5 mm DCP narrow 8 hole Surgiequips , Esmico ’ ’ L
21 4.5 mm DCP narrow 9 hole Surgiequips ~ Esmico ’ ’ _
[ 22 [45mm DCP narrow 10 hole Surgiequips | Esmico | \ ’
T 23 4.5 mm DCP narrow 11 hole Surgiequips ’ Esmico f , L
24 4.5 mm DCP narrow 12 hole Surgiequips # Esmico , , L
25 |4.5 mm Broad DCP 8 hole Surgiequips | Esmico | \ L
26 |4.5 mm Broad DCP 9 hole Surgiequips | Esmico | \
27 |4.5 mm Broad DCP 10 hole Surgiequips | Esmico | \
28 |4.5 mm Broad DCP 11 hole Surgiequips | Esmico | |
29 Locking plate 3.5 mm distal radius 5 hole Surgiequips ﬂ Esmico , ,
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e —————

30 |locking plate 3.5 mm distal radi \ ok
9 stal radius 6 hole
31 rcﬁ_zsm plate 3.5 mm distal radiug 7 __MV_M SuIElcquips _ mma,_no ’# ’ |Ll’
32 Locking plate 3.5 mm distal radius 8 hole MEJE:..E __ MMH,MM | \
33 Locking plate 4.5 mm 7 hole rgtequips ’ | ) \
34 Locking plate 4.5 Surgiequips _ Esmico ’ L
= P mU_.. _w mm 8 hole Surgiequips _ Esmico | I |
o LOC c:r plate 4.5 mm 9 hole Surgiequips # Esmico , p w
_\cnf:m plate 4.5 mm 10 hole Surglequips _ Esmico \ , )\
37 Locking plate 4.5 mm 11 hole Surgiequips | Esmico , \ 1
38  |Philos plate 4.5 mm 5 hole Surgiequips | Esmico \ ’ Za|
39 Philos plate 4.5 mm 6 hole Surgiequips — Esmico | ’ L
40 Philos plate 4.5 mm 7 hole Surgiequips | Esmico \ l \
41 _ |Philos plate 4.5 mm 8 hole Surgiequips | Esmico | u
Distal Humeral locking plate (i) lateral (ri ide "
o gp (i) lateral (right side) 6 hole Sorglequips ’ .
Distal Humeral locking plate (i) lateral (ri ide » s b
" g plate (i) lateral (right side) 7 hole Surgiequips Esmico
» Distal Humeral locking plate (i) lateral (right side) 8 hole Surgiequips # Esmico
; Distal Humeral locking plate (i) lateral (left side) 6 hole Surgiequips / Esmico
4
Distal Humeral locking plate (i) lateral (left side) 7 hole Surgiequips , Esmico
46
Distal Humeral locking plate (i) lateral (left side) 8 hole Surgiequips Esmico
47 — - \
48 4.5 mm concellous screw with washer 30 mm Surgiequips _ mm_.:_.no ,, w, ,
49 4.5 mm concellous screw with washer 35 mm mc_.m_mnc_.uu ~ mma_.no ’ f ,
50 [4.5 mm concellous screw with washer 40 mm m:qm_.mnc_.um | mma_.S , ’ :
51 4.5 mm concellous screw with washer 45 mm m:qm_.mnc_.um | mmB_.no ’ ’ |
52 4.5 mm concellous screw with washer 50 mm mc_.m_.mnc_.um , mmwa_.no ’ f L
53 [4.5 mm concellous screw with washer 55 mm Surgiequips __ = 3_.nnw I \ }
. i i 1
54  |4.5 mm concellous screw with washer 60 mm mEm_.mn:_.vm # mwﬂwno ’ , w
55 4.5 mm concellous screw with washer 65 mm Surgiequips
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56 4.5 mm concellous scr i
screw :
57 2.5 mm concell < EEH washer 70 mm Surgiequips Esmico | | LL
ous screw with washer 75 mn . —
58 4.5 - - = 1 Surgiequips Esmico _ L
mm concell n e
ous screw with washer 80 mm iequi i ’
59 4.5 N q - > Surgiequips Esmico f _
mm concellous screw with washer 85 mm Surgiequips Esmico | *
60 4.5 mm concellous screw with washer 90 mm mc_.MmmnEvm Esmico — — b
61 4.5 mm concellous screw with washer 95 mm mEnmmMc._”m Esmico | _ L
62 4.5 mm concellous screw with washer 100 mm iequi i | | i
63 E Surgiequips Esmico
xternal fixater 3.5 mm iequi i — ’
6a . Surgiequips Esmico
External fixater 4.5 mm —— - | A
65 Kowires 1 mm Surgiequips Esmico ' # _
66 K-wires 1.5 mm Surgiequips Esmico , ’
o7 Kowires N.ES Surgiequips Esmico _
s Kowires 2.5 Surgiequips Esmico ~ #
0 Kowires w.BEB Surgiequips Esmico ’ f
20 Cortical L2t Surgiequips Esmico ’ ‘
s noﬂ wnm_ screws 3.5 mm 14 mm Surgiequips Esmico , ~
oﬂﬁ._nm screws 3.5 mm 16 mm Surgiequips Esmico — ’
72 no_.n.ﬁm_ screws 3.5 mm 18 mm Surgiequips Esmico _ ’
73 noﬁnm_ screws 3.5 mm 20 mm Surgiequips Esmico | |
74 Cortical screws 3.5 mm 22 mm Surgiequips Esmico | ’
75 Cortical screws 4.5 mm 22 mm Surgiequips Esmico _ ~
76 Cortical screws 4.5 mm 24 mm Surgiequips Esmico ’ ’
77  |Cortical screws 4.5 mm 26 mm Surgiequips Esmico | |
78  |Cortical screws 4.5 mm 28 mm Surgiequips Esmico | |
79  |Cortical screws 4.5 mm 30 mm Surgiequips Esmico | \
80 Cortical screws 4.5 mm 32 mm Surgiequips Esmico , ’
81 Cortical screws 4.5 mm 34 mm Surgiequips Esmico ’ ’
82 Cortical screws 4.5 mm 36 mm Surgiequips Esmico ﬂ d
83 Cortical screws 4.5 mm 38 mm Surgiequips Esmico , ’
84  |Cortical screws 4.5 mm 40 mm Surgiequips Esmico | |
85 |Cortical screws 4.5 mm 42 mm Surgiequips Esmico | |
86 [Cortical screws 4.5 mm 44 mm Surgiequips Esmico | \
87 [Cortical screws 4.5 mm 46 mm Surgiequips Esmico | |

=

/-7\\\:\\.\”-

o

B ———
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Surgiequips Esmico — \’f
Surgiequips Esmico _ L
Surgiequips Esmico —_ L
. Surgiequips Esmico s
her partially threaded 20 . . / w
Surgiequips Esmico
4 mm concellous screw with washer partially threaded 25 L . / /
mm Surgiequips Esmico
4 mm concellous screw with washer partially threaded 30 L . u
94 mm Surgiequips Esmico
4 mm concellous screw with washer partially threaded 35 L. . ’ L
95 mm Surgiequips Esmico
4 mm concellous screw with washer partially threaded 40 L Esmico # /
96 mm Surgiequips smi
\ 4 mm concellous screw with washer partially threaded 45 _— . ’ /
Surgiequips Esmico
97 mm
4 mm concellous screw with washer partially threaded 50 Surgiequips Esmico / /
98 mm
4 mm concellous screw with washer partially threaded 55 Surgiequips Esmico / ’
99 mm
4 mm concellous screw with washer partially threaded 60 Surgiequips Eemico ’
100 |mm .
4 mm concellous screw with washer partially threaded 65 Surgiequips Esmico
101 |mm
4 mm concellous screw with washer half threaded 20 mm Surgiequips Esmico
102
4 mm concellous screw with washer half threaded 25 mm Surgiequips Esmico
103
4 mm concellous screw with washer half threaded 30 mm Surgiequips Esmico
104
\ \A mm concellous screw with washer half threaded 35 mm Surgiequips Esmico
105

\ﬁx\l/?\\u“

¢
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4 mm concellous screw with washer hg eade .
106 sher half threaded 40 mm - # Esmico
4 mm concellous scr i asher hz - A -
107 | ew with washer half threaded 45 mm Surgiequips Esmico
4 mm concell i p b ]
108 ous screw with washer half threaded 50 mm Surgiequips , Emico ’
4 mm concellous screw with washer half threaded 55 mm L Esmico
109 Surgiequips
4 mm concellous screw with washer half threaded 60 mm _ Esmico
110 Surgiequips
. 4 mm concellous screw with washer half threaded 65 mm Surgiequips Esmico / /
- 4 mm concellous screw with washer half threaded 70 mm Surgiequips Esmico ’ L
113 {3.5 mm locking screws 14 mm Surgiequips Esmico , / ’
114 |3.5 mm locking screws 16 mm Surgiequips Esmico # , L
115 |3.5 mm locking screws 18 mm Surgiequips Esmico f , f
116  [3.5 mm locking screws 20 mm Surgiequips Esmico \ ﬂ —
117  [3.5 mm locking screws 22 mm Surgiequips Esmico | i —
118 |3.5 mm locking screws 24 mm Surgiequips Esmico # / ’
119 |3.5 mm locking screws 26 mm Surgiequips Esmico | ’ J
120 |3.5 mm locking screws 28 mm Surgiequips Esmico | ’ |
121 |3.5 mm locking screws 30 mm Surgiequips Esmico ~ ’
122 |3.5 mm locking screws 32 mm Surgiequips Esmico ’ /
123  |3.5 mm locking screws 34 mm Surgiequips Esmico | ,
124 |3.5 mm locking screws 36 mm Surgiequips Esmico — ’
125 |3.5 mm locking screws 38 mm Surgiequips Esmico ’ #
126  [3.5 mm locking screws 40 mm Surgiequips | mmB_.no # ’
127  |Drill bit 3.5 mm Surgiequips | Esmico \
128  (Drill bit 4.5 mm Surgiequips _ Esmico # ,
129 Lower limbs austin moore prothesis narrow items 38 Surgiequips _ Esmico ’ ”
130 [Lower limbs austin moore prothesis narrow items 40 Surgiequips — Esmico #

frer v

Scanned with CamScanner


https://v3.camscanner.com/user/download

Lower limbs austin Mmoore prothesis narrow items 42

Surgiequips mm:.:.no
Tuwm Lower limbs austin moore prothesis narrow items 44 Surgiequips mm::.no
| 133 |Lower limbs austin moore prothesis narrow items 46 Surgiequips mm::.no L
- 134 |Lower limbs austin moore prothesis narrow items 48 Surgiequips mm_.:_.no L
135 Lower limbs austin moore prothesis narrow items 50 Surgiequips mmB_.no L
136 Lower limbs austin moore prothesis narrow items 52 Surgiequips mm:.:.no ’ L
137  |Lower limbs austin moore prothesis narrow items 54 Surgiequips mmB_.no _
138 Lower limbs austin moore prothesis Standard items 38 Surgiequips mm_.:_.no ‘ _
139 Lower limbs austin moore prothesis Standard items 40 Surgiequips mmB_.no _ —
140 |Lower limbs austin moore prothesis Standard items 42 Surgiequips mmB_.no ‘ L
F 141 __.0<<m1 limbs austin moore prothesis Standard items 44 Surgiequips mm..:_.no # L
_ 142 r.os\mﬁ limbs austin moore prothesis Standard items 46 Surgiequips mm..:_.no — _
rphw ?os\mﬁ limbs austin moore prothesis Standard items 48 Surgiequips mmB_.no # L
\ 144 :,os\m_‘ limbs austin moore prothesis Standard items 50 Surgiequips mm..:_.no ’ L
_ 145 ?.0<<m_‘ limbs austin moore prothesis Standard items 52 Surgiequips mm.s_.no , L
“ 146 __.os\m_‘ limbs austin moore prothesis Standard items 54 Surgiequips mv.B_.no _ ’ L
147  |Lower limbs Bipolor prothesis 38 Surgiequips mwB_.no | — L
148 |Lower limbs Bipolor prothesis 40 Surgiequips mm::.no _ ’ P
149 [Lower limbs Bipolor prothesis 42 Surgiequips mmB_.no — ’ L
150 [Lower limbs Bipolor prothesis 44 m:qm_mn:_.um mm..:_.no ' _ L
151 |Lower limbs Bipolor prothesis 46 m:_,m_mnc_.um Mma_.no ‘ , ,
152 [Lower limbs Bipolor prothesis 48 m:qmﬂmncdum mmB_.no ’ f
153 Lower limbs Bipolor prothesis 50 Surgiequips mmi_.“M # /
i i smi
154  |DHS plate 4 hole Surgiequips . #
Surgiequips Esmico ;
155 |DHS plate 5 hole equl . _ d ,
Surgiequips Esmico
156 [DCS Plate 7 hole J — #
Surgiequips Esmico ~
157 |DCS Plate 8 hole lequi . ’ L
Surgiequips Esmico —
158 DCS Plate 9 hole . ; ’ ’
Surgiequips Esmico —
159 |DCS Plate 10 hole . . f ,
Surgiequips Esmico —
160 |DCS Plate 12 hole ol L . ’ ,
Surgiequips Esmico '
161 |DCS Plate 14 . ’ L
162  |DCS Plate 16 hole Surgiequips Esmico |
a
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4.5 mm Broad DCP 14 hole

4.5 mm Norrow DCP 7 hole Surgiequips Esmi.co \ “ j\
4.5 mm Norrow DCp g hole Surgi.equi.ps Esm‘.co \ \ 4\
4.5 mm Narrow DCP 9 hole Surglequps e \‘ \ il
4.5 mm Narrow DCP 10 hole Surglequips ramies \ | 2
4.5 mm Narrow DCP 11 hole Surgl.equ{ps isml.co \ \ 4\
4.5 mm Narrow DCP 12 hole zurg'.equ'.ps ESS:IC; \ \ .
4.5 mm Narrow DCP 14 hole Surgl.equ!ps Esrmi ‘ \ J
urgiequips smico
4.5 mm Broad locking plate 7 hole Surgiequips Esmico | | |
4.5 mm Broad locking plate 8 hole Surgiequips Esmico | | |
4.5 mm Broad locking plate 9 hole Surgiequips Esmico \ \ l
4.5 mm Broad locking plate 10 hole Surgiequips Esmico \ \ \
4.5 mm Broad locking plate 11 hole Surgiequips Esmico \ \ \
4.5 mm Broad locking plate 12 hole Surgiequips Esmico \ \ \
4.5 mm Broad locking plate 14 hole Surgiequips Esmico \ \ \
4.5 mm Broad locking plate 16 hole Surgiequips Esmico \ \ \
4.5 mm Narrow locking plate 7 hole Surgiequips Esmico \ \ \
212  |4.5 mm Narrow locking plate 8 hole Surgiequips Esmico j \ _\
213 4.5 mm Narrow locking plate 9 hole Surgiequips Esmico \ \ \
214 4.5 mm Narrow locking plate 10 hole Surgiequips Esmico \ \ \
215 (4.5 mm Narrow locking plate 11 hole Surgiequips Esmico | \ \
216 [4.5 mm Narrow locking plate 12 hole Surgiequips Esmico \ \ J
217 4.5 mm Narrow locking plate 14 hole Surgiequips Esmico \ \ \
218 (4.5 mm Narrow locking plate 16 hole Surgiequips Esmico \ \ J
219 |Distal femoral locking plate right 6 hole Surgiequips Esmico \ \ \
220 |Distal femoral locking plate right 7 hole Surgiequips Esmico \ \
221 [Distal femoral locking plate right 8 hole Surgiequips Esmico \ \
222 |Distal femoral locking plate right 9 hole Surgiequips Esmico { |
223 [Distal femoral locking plate right 10 hole Surgiequips Esmico \ \
224 |Distal femoral locking plate right 12 hole Surgiequips Esmico \ \
225 Distal femoral locking plate right 14 hole Surgiequips Esmico \ \
226 |Distal femoral locking plate left 6 hole Surgiequips Esmico \ \
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Surgiequips Esmico \ J
230 |Distal fom ing plate left 9 hole Surglequips Esmico \ a
= ! morai IOCklng plate loft Surgiequips Esmico \ J
1 Distal fem : 10 hole iequi J
= = : oral !ockmg plate left 12 hole Sargiequips ==mico \
L <=<¢ _|Distal femora) locking plate left 1 SurElequips Eomico ‘ —
233 |Externalfi Hele Surgiequi i i
_\“_% urgiequips Esmico \
234 | 234 EXterna! fixtor 5.5 mm Surgiequips Esmico ‘ J
__~235\ NA Fixator 4.5 mm Surgiequips Esmico \ J
235 NA Fixator § mm Surgiequips Esmico \ _‘
237 NA Fixator 55 mm Surgiequips Esmico ‘ J
233 p = — - . Surgiequips Esmico
_239 rox!mal T.fblal locking plate Medial side (right) 6 hole Surgiequips Esmi \ _‘\
| Proximal tibial locking plate Medial side (right) 7 hole Surgie uips ““_C° \
240 Proximal tibial locking plate Medial side (right) 8 hole Surziequips Esm!m \ ‘
241 Proximal tibial locking plate Medial side (right) 9 hole Surgie:ui';s Z:‘l‘:’ “ ‘\
242 |Proximal tibial locking plate Medial side (right) 10 hole Surgiequips Esmiccc: | \
243 |Proximal tibial locking plate Medial side (Ieft) 6 hole Surgiequips Esmico | \
244 Proximal tibial locking plate Medial side (left) 7 hole Surgiequips Esmico \ ‘
245 Proximal tibial locking plate Medial side (left) 8 hole Surgiequips Esmico \ \
246 Proximal tibial locking plate Medial side (left) 9 hole Surgiequips Esmico \ \
;:37 ProAx.xrnal tfb.iaf lock?ng plate Medial s_ide (Ie-eft) 10 hole Surgiequips Esmico \ \
Proxfmal tfb.lal lockfng plate Lateral side (right) 6 hole Surgiequips Esmico \ \
249 Proxllmal tibial locking plate Lateral side (right) 7 hole Surgiequips Esmico \ \
250 Proximal tibial locking plate Lateral side (right) 8 hole Surgiequips Esmico \ \
251 Proximal tibial locking plate Lateral side (right) 9 hole Surgiequips Esmico \ \
252 Proximal tibial locking plate Lateral side (right) 10 hole Surgiequips Esmico \ \
253 |Proximal tibial locking plate Lateral side (left) 6 hole Surgiequips Esmico \ \
254 Proximal tibial locking plate Lateral side (left) 7 hole Surgiequips Esmico \ \
255 Proximal tibial locking plate Lateral side (left) 8 hole Surgiequips Esmico \ \
256 |Proximal tibial locking plate Lateral side (left) 9 hole Surgiequips Esmico \ J
257 Proximal tibial locking plate Lateral side (left) 10 hole Surgiequips Esmico \ \
258 |Distal tibial locking Plates (right side) 6 hole Surgiequips Esmico \ \
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Distal tibial i -
260 Toiecy tib;; :oc:!ng Plates (right side) 7 hole T -
261 |Distal it e Plates (right side) 8 hole —RiElRs <Smico ‘
al tibial Iocking Plat n E Surgiequips Esmico \
262 " . es (right side) 9 hol [
| <62  |Distal tibial Iocking Plates (right Sid < SUrElequips Esmico ‘ ___\
263 |Distal tibial locking plarec (right ‘IdE) e Surglequips Bsmico | | B
—~264‘ Distal tibial locking Plates (right s!dE) e Surglequlps Esmico \ \ 4\
265 |Distal tibial lock; ight side) 12 hole Surgiequips Esmico | |
- - Ing Plates (right side) 14 hole P—— - \ _\
266 |Distal tibia| locking Plates (left sid ) 6 hol s e ‘ | __\
. e ole - P -
267  |Distal tibial locking Plates (left side) 7 hol Surgtequ{ps Esmn_co \ | J
268 Distal b - ole Surgiequips Esmico \
Istal tibial locking Plates (left side) 8 hol —— - \ 4\
269 Di o _ - € Surgiequips Esmico \
istal tibial locking Plates (left side) 9 hole jeaui i | J
270 Distal tibi - - Surgiequips Esmico \
!Sta tibial locking Plates (left side) 10 hole Surgiequips Esmico \ \ —\
;;1 Dfstal t!b!al Iock?ng Plates (left side) 11 hole Surgiequips Esmico | | J
2 D!stal tibial locking Plates (left side) 12 hole Surgiequips Esmica \ \ J
273 Distal tibial locking Plates (left side) 14 hale Surgiequips Esmico \ \ _\
274 T-plate 4.5 mm 6 hole Surgiequips Esmico \ \ J
275 [T-plate 4.5 mm 7 hole Surgiequips Esmico | \ J
276 T-plate 4.5 mm 8 hole Surgiequips Esmico \ ‘ J
277 T-plate 4.5 mm 9 hole Surgiequips Esmico \ \ J
278 |T-plate 4.5 mm 10 hole Surgiequips Esmico ‘ \ 4\
279 L-plate 4.5 mm right and left side 6 hole Surgiequips Esmico \ \ J
280 [L-plate 4.5 mm right and left side 7 hole Surgiequips Esmico \ \ J
281 L-plate 4.5 mm right and left side 8 hole Surgiequips Esmico \ \ 4\
282 |L-plate 4.5 mm right and left side 9 hole Surgiequips Esmico \ \ J
283 [L-plate 4.5 mm right and left side 10 hole Surgiequips Esmico | \ |
284 |L-plate 4.5 mm right and left side 11 hole Surgiequips Esmico | | \
285 |L-plate 4.5 mm right and left side 12 hole Surgiequips Esmico \ \ J
286 |Locking T-Plate 4.5 mm 7 hole Surgiequips Esmico | \ J
287 Locking T-Plate 4.5 mm 8 hole Surgiequips Esmico \ \ \
288 |Locking T-Plate 4.5 mm 9 hole Surgiequips Esmico | | 1
289 |Locking T-Plate 4.5 mm 10 hole Surgiequips Esmico | \ J
290 |Locking T-Plate 4.5 mm 11 hole Surgiequips Esmico | \ |
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291

[Locking T-

Plate 4.5 mm 12 hole

294 Locking L-Plate 4:5 22 ::g:: and left Sfde 7 hole Surgie:uizs Esmico
[ 295 |Locking L-Plate 4.5 mm right an: Eftside 8 hole Surgiequips Esmico
296 Locking L-Plate 4.5 mm right an :e: S!de S hole Surgiequips Esmico \ ‘\
297 |Locking L-Plate 4.5 mm right and ool S e |
298 Locking L-Plate 4.5 mm right and eft S 1o 1o e S il
299 _|Locking L-Plate 4.5 mm right and Teft s 1o 1o Sureanps emice al
300 - - m right and left side 14 hole Surgiequips Esmico
3 Tens!on band wire 16 hole mm Surgiequips Esmico —\
T =
g nail 8 hole mm 28 cm Surgiequips Esmico
303 Tibial interlocking nail 9 hole mm 30 cm Surgiequips Esmico J
304  [Tibial interlocking nail 10 hole mm 32 cm Surgiequips Esmico _‘
305 Tibial interlocking nail 10 hole mm 34 cm Surgiequips Esmico \ J
306 Tibial interlocking nail 10 hole mm 36cm Surgiequips Esmico \ 4\
307 Tibial interlocking nail 10 hole mm 40 cm Surgiequips Esmico \
308 Maleolar screw 4.5 mm 30 mm Surgiequips Esmico \
309 Maleolar screw 4.5 mm 35 mm Surgiequips Esmico ‘ 4‘
310 Maleolar screw 4.5 mm 40 mm Surgiequips Esmico \ J
311 Maleolar screw 4.5 mm 45 mm Surgiequips Esmico \ \
312 Maleolar screw 4.5 mm 50 mm Surgiequips Esmico \ ‘
313 |Maleolar screw 4.5 mm 55 mm Surgiequips Esmico \
314 |Maleolar screw 4.5 mm 60 mm Surgiequips Esmico |
315 IMaleolar screw 4.5 mm 65 mm Surgiequips Esmico \
316 |washer (4.5) Surgiequips Esmico |
317 [Maleolar locking screw 3.5 mm 14 mm Surgiequips Esmico \
318 Maleolar locking screw 3.5 mm 16 mm Surgiequips Esmico \
319 |Maleolar locking screw 3.5 mm 18 mm Surgiequips Esmico \
320 |Maleolar locking screw 3.5 mm 20 mm Surgiequips Esmico \
321 |Maleolar locking screw 3.5 mm 22 mm Surgiequips Esmico |
322 |Maleolar locking screw 3.5 mm 24 mm Surgiequips Esmico |
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Maleolar 1ocki
ar locking

Maleolar lockin{'

Malool Surgiequips Esmico ‘
Surgiequips Esmico
Surgiequips Esmico
Surgiequips Esmico -
Surgiequips Esmico
Surgiequips Esmico \
Surgiequips Esmico —‘
= Maleolar locking screw 3.5 mm 42 mm Surglequips Fsmico l
35— traacolar locking screw 3.5 mm 44 mm s Esmico
333 Maleolar locking screw 3.5 mm 46 mm Surglequips E=mico
334 Drill sleeve 3.5 — Surgiequips Esmico \ \
335 Drill sleeve 4.5 i Surgiequips Esmico \
336 |Drill Bit 3.5 mm Large SuiEEquips Esmico \
337 Drill Bit 3.5 mm small Surelequips Temico \
338  |Drill Bit 4.5 mm large Surg!equ!ps =smico ‘ ‘
339 Drill Bit 4.5 mm small Zurg{equ{ps S \ \
340  |lllizorov (i) full ring urgtequtps memee \ \
_ ! k Surgiequips \ \
341 lllizorov (ii) half ring Surgiequips
342 lllizorov (iii) -C- ring iequi ‘ \
! . : _ Surgiequips | \
343  |lllizorov (iv) olive wires Surgiequips | |
344 |lllizorov (v) bolts nuts Surgiequips | |
345 [lllizorov (vi) rods Surgiequips \

346 lllizorov (vii) connecting rods Surgiequips \ \\
347 ll!izo'rov (vii) wire rensioner Surgiequips \ W
348 Lock‘mg plate clav.lcle 6 hole Surgiequips Esmico \ \
349 [Locking plate clavicle 7 hole Surgiequips Esmico | |
350 [Locking plate clavicle 8 hole Surgiequips Esmico \ \
351 [Locking plate clavicle 9 hole Surgiequips Esmico \ \
352 [Hook plate clavicle 4 Surgiequips Esmico | |
353 [Hook plate clavicle 5 Surgiequips Esmico | |
354  |Hook plate clavicle 6 hole Surgiequips Esmico | |
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' 4
s=s [Hook plate clavicle 7 hol — ; ‘
ﬁal Hips Prosthesis cer:ented Surglequips S J
/357 [Total Hips Prosthesis non cemented 1
{358 [Total knee Prosth esis il
L 359 IPedicle screw titanium 35 mm 4]
LBGO lPedicle screw titanium 40 mm \
L361 Pedicle screw titanium 45 mm
362 Pedicle screw titanium 50 mm
| 363 [PEG set
L 364 V.P Shunt Medium Pressure
365 Cage plate 4 hole J
366 Cage plate 5 hole J
367  |Cancellus screw 45 mm |
368  |Cancellus screw 50 mm A
369  |Cancellus screw 55 mm |
370 _ [Titanium rods 10 mm diameter |
371 |Cervical plates 2 hole |
372 |Cervical plates 3 hole |
L 373 ,Micro screw 18 mm
’ 374 lMicro screw 20 mm
I 375 IMicro screw 22 mm
| 376 [Spinal needle 16 Safe Health
[ 377 ’Spina! needie 18 —
I 378 ]Rotateable skin staplar N!&P_ 5 ‘ Medicam
| 379 |Partially absorbable mesh 6 x 11 cm Medilution Popular Medicamp
I 380 IPartiaHy absorbable mesh 15 x 15 cm Popular - P
/ /Laproscopic hernia mesh fixation device (non absorbable) Popular
381
M&P Popular SMS
I
[ 384 ]Reload GIA stapler 80 mm N!&P_ ::Opu::
L385 JComposite mesh for lap hernia (absorbable) Medilution opu @
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56 [\chalasia_Balloon 30mm

337 [Achalasia Balloon
388 [B.nl_mr_v Metall.ic Stent partially covered 10mmx80mm
389 _|Biliary Metallic Stent partially covered 10mmx60mm

| 390 Bfliar_\' Metallic Stent Uncovered 10x80mm
stpo.sable Biopsy Forcep, Radial Jaw Non Spiked, Serrated,
cup Diameter 2 4mm, Length 160cm Accessory Channel 2.8mm

391

Dispo§able Biopsy Forcep, Radial Jaw Non Spiked, Serrated,
107 cup Diameter 2.8mm, Length 240cm Accessory Channel 3.2mm
393  |Gold probe

394  |Gold probe

Polypectomy snare, 3cm loop diameter, working length 240cm

395  |or more, channel diameter 2.8mm

Polypectomy snare, Loop diameter 2cm, working length 240cm

396  [or more, channel diameter 2.8mm

397  |Stone Crushing Basket, Trapezoid 3cm

398  |Stone Crushing Basket, Trapezoid 2cm

Wire Guided CRE Balloon, CRE 8-9-10mm 1, 3 stage inflation .
K.S Agencies

399 |Balloon (single use)
Wire Guided CRE Balloon, CRE 10-11-12mm , 3 stage inflation .
K.S Agencies

400 |Balloon (single use)
Wire Guided CRE Balloon, CRE 12-13.5-15 mm , 3 stage .
K.S Agencies

401 |inflation Balloon (single use)
402 |Wire Guided CRE Balloon, CRE 15-16.5-18mm (single use) K.S Agencies
403 l Wire Guided CRE Balloon, CRE 18-19-20mm (single use) K.S Agencies

Achalasia inflation device, Pnematic Pump Quantum Inflation .
K.S Agencies

404 /Device
Multi band ligator set, 6-Shooter Saeed Multiband ligator kit

with 6 bands, 9..5 mm-13mm Endoscope outer Diameter, 122cm

405 |[trigger cord length (single

K.S Agencies
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- Biliary Balloon, Quantum TTC Biljary Balloon Dilator
/ 406 _[4mmx3cm . i

Biliary Balloon. Quantum TTC Biliams i
vor mex;cm | Biliary Balloon Dilator
]Bilian' Balloon. Quantum TTC Bili
A X Biliary i
L 05 |Smsen thary Balloon Dilator
Biliary Balloon. Quantum TTC Biliary Balloon Dilator
408 [10mmx3cm

2410 |Double Pigtail Biliary Stent. 7Fr x 7cm
411 |Double Pigtail Biliary Stent. 10Fr x 3cm

412  |Double Pigrail Biliary Stent, 10Fr x 4cm

2413  |Double Pigtail Biliarv Stent. 10Ft x Sem

414 ERCP Guide Wire. 0.035x430cm and Above K.S Agencies
415 |ERCP Guide Wire. 0.025x450cm and Above K.S Agencies

Hemospray., Endoscopic Hemostat 10Fr/22cm Catheter (single

416 use)
417 |Hemostatic Clip Lower. Endoscopic Hemoclip (16mm) |
418  |Hemostatic Clip upper. Endoscopic Hemoclip (16mm) |
Needle Knife. 7Fr’200cm pre Curved Catheter tapered to SFr, \
419 Jadjustable 4mm cutting wire
420 |Pancreatic Stent (Single use ). pancreatic Stent SFr x Scm \
421  |Pancreatic Stent (Single use ). 7Frx 7cm IR
422  |Pancreatic Stent (Single use ). 7Fr x 10cm | \
IPapiHomme. 30mm Cut wire, Tip Length 5, Shaft O.D 5.5F K.S Agencies \ \
423  [(single use)
Peg tube. PEG-24 Pull Method-1-s percutaneous Endoscopic \ j
424 l Gastrostomy Set 24 FR
425 | Biliany Dilator. 7Fr 200cm Length | \
426 ] Bilian Dilator. Catheter 8.5 Fr 200cm Length | |
427 IBiliur} Dilator. 10Fr 200cm Length ‘ \
428 |Stent Pusher. Pushing Catheter 10Fr | \
429  |Stent Pusher. Pushing Catheter 7Fr \ J
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tone Extrzction Bzalloon, M i e Bt . 3z
/ﬂIZ (single use) o Baslpeses SREoRiEalloanis s K.S Agencies

/’-a Smrf': FExtraction Balloon. 12-15-18-20-4 K.S Agencies

F 4322 Straizht Biliary Plastic stent. 7Fr x7cm
422 |Straight Bilizry Plastic stent. 7Fr x10em
424  |Straight Biliarv Plastic stent 7Fr x15cm
435 Straight Biliary Plastic stent. 10Fr x10cm K.S Agencies
42 Straight Biliary Plastic stent. 10Fr %x12cm
437 _ |Straight Biliary Plastic stent. 10Fr x15cm
422 |Straight Biliary Plastic stent. 10Fr x 8cm
429 _ |Straight Biliary Plastic stent. 7Fr x12em
440 Pirror
441 Poly dizoxanone 2/0 (R.B)
442 Poly diaoxanone 3/0 (R.B)
443 Poly diaoxanone 6/0 (R.B)
444 Poly dizoranone 5/0 (R.B) ]
445 Al Screws \
446 Endo Buttons \
447 |Cemented THR Dual Mobility | \
442 Cementless THR Dual Maobility \ !
449 MHerve stimulator \
450  |Emergency/Crash Trolleys \
451 poyaxial Screw inner (set screw) \
452 Titanium cervical wedge cage Smm \
453 Titanium cervical wedge cage 6mm \
454 Trtanium cervical wedge cape 7mm 1
455  |Zero Profile Cervical cage \
456 |Zecro Profile Cervical Screw \
457 Titanium [-xpandable cages with plate 9mm 12/14 \
458 | Tuanium Expandable cages with plate 10mm x12/16 \
459 Fitanium Expandable cages with plate 12mm x18/20 \
460 Iitanium Fxpandable cages with plate 12mm x20/25 \
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477 _ |Titanium Ex

] Titanium Expandable o, : [4mm 207
; 423 Titanium EXPﬂndable ’ges ‘Y'[h plate 14mm 2 -
—64 [ Titanium Ex <ages with Plate 14 2335
365 |Titanium bsable cages wigh oy TIN35/55
466 _ |Titanium Fy and ECS With plat 16m
467 |Titanjum | Fandable cages with Plate 16 112025
468 | Titanium Expandab]e ages with plate ]6mm x25/35
469 |Titanium Expandable ~38es with plate 16:1111 s
470 Titanigm Expandable £ages with plage l8mmX55/75
471 Titaniay Expan;iable cages with plate 18m: :52//322
Xpandable ¢
472 |Titanj ages with plate 1§
FoR anfum Expandable cages with plate | L
Titanium Expang Prate 18mmx55/75
474 |Titani bEndable cages with plate 20mm x20/25
? T,l an.lum Expandable Cages with plate 20mm x25/35
tanium Expandable g
es
476 Titanium Ex ges with plate 20mmx35/55

pandable cages with plate 20mmx55/75

478 Titanium Ex

pandable cages with plate 24mm x25/35

pandable cages with plate 24mm x35/55

479  |Titanium Expandable cages with plate 26mmx35/55

480  [Titanium Expandable cages with plate 26mmx55/75
481 TLIF Straight titanjum cage 8 x24mm
482  |TLIF Straight titanium cage 8§ x26mm
483  |TLIF Straight titanium cage 8 x28mm
484  |TLIF Straight titanium cage 10x24mm
485 I TLIF Straight titanium cage 10x26mm
| 486 ITLIF Straight titanium cage 10x28mm
487 ’Monoaxial titanium screw 5Smmx30mm

s
E
g
2
-
=
|
|
=
_\
R
1
|
|
|

488 lMonoaxiaI titanium screw Smmx40mm
489 IMIS Cupid polyaxial Screw 5.6mm
490 |MIS Screw's Inner
491 |[MIS Rod 55 to 115mm
492 [MIS Rod 125 to 250mm
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ateral Mass polyaxial Screw 3.5 mm x
Lateral Mass polyaxia] Screw 3 5 mm x
Lateral Mass polyaxial Screw 3 5 mm x

[Lateral Mass Screw's Inner . 28 mm

Titanium Rod 3.5mmx200mm

Titanium ACDF Cervical Screw 4.5 mm X 16 mm

T'ltanﬁum ACDF Cervical Scroy 4.5 mm x 18 mm
Titanium ACDF Cervical Screw 4.5 mm % 20 mm
& Titanium ACDF Plate two hole
504 Titanium ACDF Plate three hole
505 Titanium ACDF Plate three hole
506 Titanium ACDF Plate four hole
507 Titanium ACDF Plate five hole
508 |Titanium dental/micro plates 20 hole 3.4mmx90mm
509 Titanium Micro screw 1.5Smmx2mm
510 Titanium Micro screw 1.5mmx3mm
511  [Titanium mesh (0.3mm) 200mmx200mm
512 Aneurysmal clip temporary
513 Aneurysmal clip permanent
514 |Duraceal (artificial dura)
515 [Fibrin glue K.S Agencies Medicamp
516 |Surgicel
517 |Bone cement
518 EVD set Safe Health
519 Epidural catheter
520 LP Shunt
521 Omaya reservoir
522 |Fogarty catheter fr 3 Popular
523 Bone wax
524 Sponge ston¢

e

=
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Pot Chair

Endoid biomedica

Tissue Expander

Endoid biomedica

Diff ;
529 [Silicon Sheets (Different sizes)

530 [silicone Gel 15 gm

[ 531 |Compression Garments
| 532 [Hand held doppler
/ L 533 |Humbies Knife
534
Amplatz sheath for PCNL WITH DIALATOR 28FR

535 Ureteric Catheter 5FR

536 Ureteric Catheter 6FR

537 Cutting loop for TURP Si
Single stem Monopolar Wolf i i

538 Cold knife compatible : Picompatible Medleame \
539 Hook Electrodes wolf compatible 1.9mm paediatric \
540 Gu-lde wire 0.032 Medicamp

541 Guide wire 0.035 Medicamp

542 Guide wire 0.032 Medicamp

543 |Guide wire 0.035 Medicamp

544 zebra wire

Endoid biomedica

545 Dormia Basket Adult

Medicamp

546 Disposable Drape sheets for PCNL

Endoid biomedica

Medicamp

547 Disposable Drape sheets for TURP

F 548 IHook Electrodes wolf compatible 2.7mm adult
[ 549 |sensor Wire 0.032

[ 550 [Sensor Wire 0.035

[ 551 |5 MICRON 20 INCH

[ 552__|0.2 micron 20 inch

|
1\
1\
1\
|
1
I
|
1
|\
1\
i
1
=
|\
|
|
|
1
1
|
|\
|
1
|\
|\
.
|

r 553 Isalt tablet

[ 554 membrane chemical 30 liter

555 Mastoid drill burr (simple ) Imm to 7mm

\
l
!
|
!
|
|
|
\
|
|
!
!
!
|
|
&
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sleeve gastrectomy gun

ULTRASONIC GREY pip
557 [HARMONIC Gen ND PIECE wiRg COMPATIBLE Wit

556

ULTRASONIC BLU
E HAN
558 HARMON|c Gen-[| P

M&P Popular ‘_j——_—r
M&P J
M&P Popular “
Surgiequips

559 Externg| Fixator 5.5mm

“"‘\ <o PHARMACIST
NCERNED STORE
ALLAMA 1QBAL TEACHING HOSPITAL D.G KHAN
(MEMBER)
W
END USER/HEAD OF DEPARTMENT
(ORTHOPEDIC)
ALLAMA IQBAL TEACHING HOSPITAL D.G KHAN
(MEMBER)

END USER/HEAD OF DEPARTMENT
(SURGICAL 11)
ALLAMA IQBAL TEACHING HOSPITAL D.G KHAN
(MEMBER)

END USER/HEAD OF DEPARTMENT
(SURGICAL I)
ALLAMA 1QBAL TEACHING HOSPITAL D.G KHAN

(MEMBER)
W\ AVE. S %: —
END USER/HEAD OF DEPART ‘

(UROLOGY)
ALLAMA IQBAL TEACHING HOSPITAL D.G KHAN
(MEMBER)

DR. HAFIZ ULLAH LUND
ADDITIONAL MEDICAL SUPERINTENDENT
ALLAMA 1QBAL TEACHING HOSPITAL D.G KHAN
(CHAIRMAN)
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